Safety-engineered devices in medical office
Safety-engineered devices in medical office. Safety-engineered devices are designed to inactivate the needle or the blade after completion of an invasive procedure and before device disposal, in order to prevent needlestick injuries. Safety-engineered devices include manual (bi or uni manual) activation devices, semi-automatic, and automatic activation devices with an increasing security level provided against needlestick injuries risk. This paper briefly describes the different types of safety-engineered devices available in the medical office setting.